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I NT ERC OMPAR I S ON  PROCEDURES  FOR  GAGE  BLOCKS 


USING  ELECTROMECHANICAL  COMPARATORS 

by 

J.  S.  Beers  and  C.  D.  Tucker 

A.  Introduction 

The  techniques  described  here  for  intercomparing  gage  blocks  with 
electro-mechanical  gage  block  comparators  are  the  results  of  considerable 
experimental  work,  statistical  design  and  process  analysis.     Some  labora- 
tories will  find  these  techniques  ideally  suited  to  their  needs  while 
others  may  wish  to  modify  them,  but  in  either  event  the  Measurement  Assur- 
ance Program  (MAP)  described  here,  in  part,  and  in  other  papers  [1,  2,  3, 
7]*  will  promote  the  analysis  of  measurement  requirements  and  the  appli- 
cation of  statistical  principles. 

Length  values  are  assigned  to  unknown  gage  blocks  by  a  transfer  pro- 
cess from  blocks  of  known  length.     Briefly,   the  transfer  process  is  a 
systematized  intercomparison  of  4  blocks  of  the  same  nominal  size,  called 
a  "4-1"  series,  using  an  electro-mechanical  comparator.     Two  of  the  blocks 
are  unknowns  and  two  are  standards.     Such  a  process  is  ideally  suited  to 
comparing  objects  with  nearly  identical  characteristics  such  as  gage 
blocks  and  the  process  provides  the  redundancy  needed  for  statistical 
analysis.    Derived  corrections  can  be  applied  where  such  characteristics 
as  coefficient  of  thermal  expansion  and  resistance  to  mechanical  defor- 
mation differ  [4].     The  method  applies  to  all  sizes  but  special  precau- 
tions will  be  described  for  long  gage  blocks  where  temperature  effects 
predominate . 

B.  The  Comparator 

There  are  a  number  of  suitable  comparator  designs  and  a  typical  one 
is  shown  schematically  in  figure  1.     An  upper  stylus  and  a  lower  stylus 
contact  the  gaging  faces  of  a  block  supported  on  an  anvil.     Each  stylus 
is  attached  to  a  differential  transformer  core.    An  integrated  signal 
from  these  two  transducers  is  displayed  on  a  meter  graduated  in  length 
units  (usually  microinches) .     The  difference  in  length  between  two  gage 
blocks  is  obtained  by  inserting  the  blocks,  one  at  a  time,  between  the 
stylus  tips  and  taking  the  difference  between  the  two  readings. 

*Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this 
paper . 
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An  important  comparator  feature  is  r.he  point  to  point  measurement 
along  an  axis  through  the  gaging  point  of  the  block.     Other  suitable 
comparator  designs  use  only  one  transducer  but  by  various  means  insure 
the  point  to  point  measurement . 

For  the  most  precise  measurements,  it  is  important  that  the  defined 
gage  point  of  the  blocks  be  contacted  by  the  comparator  stylus.     A  metal 
or  plastic  bar  about  1/4  inch  thick  is  fastened  to  the  anvil  (with  labora- 
tory wax  if  no  other  means  is  provided)  behind  the  stylus  and  is  positioned 
to  stop  the  gage  blocks  so  the  stylus  will  contact  the  gage  point.     The  bar 
can  be  L-shaped  to  position  the  gage  block  both  laterally  and  transversely 
if  desired  and  special  configurations  can  be  devised  for  comparing  blocks 
of  different  shapes. 

C .  Environment 

A  temperature  controlled  laboratory  is  necessary  for  intercomparisons 
of  the  highest  precision.     The  degree  of  temperature  control  needed  depends 
on  the  length  of  the  blocks  being  compared,  differences  in  coefficients  of 
thermal  expansion  among  the  blocks,  and  the  limiting  uncertainty  required 
for  the  unknown  blocks.     At  NBS,  blocks  in  the  size  range  up  to  4  inches  are 
intercompared  in  a  temperature  controlled  laboratory  at  20°  +  .25°Celsius. 
Blocks  longer  than  4  inches  are  intercompared  in  a  laboratory  at  20°  +  .05° 
Celsius.     Relative  humidity  is  held  below  50%  to  prevent  corrosion  of  blocks 
and  instruments. 

D.  Gage  Block  Requirements 

Nearly  all  gage  blocks  are  either  square  or  rectangular  in  cross 
section,  but  a  few  have  a  circular  cross  section.    Any  of  these  cross 
sections  are  easily  handled  in  intercomparison  procedures  in  sizes  up  to 
4  inches.     From  5  to  20  inches,  however,  the  rectangular  cross  section 
becomes  prone  to  tipping. 

Transferring  the  length  unit  to  a  gage  block  by  intercomparison  does 
not  require  rigorous  constraints  on  the  flatness  and  parallelism  of  its 
gaging  faces  because  the  transfer  is  made  only  along  a  single  line  through 
the  block.     Gage  block  use,  however,  may  be  more  demanding  on  the  geometry 
of  the  gaging  faces.     A  separate  paper  covers  the  measurement  of  flatness 
and  parallelism  [6]. 

Thermal  expansion  coefficients  are  generally  taken  from  bulk  values 
and  these  may  vary  by  as  much  as  10%  from  actual  values  for  gage  blocks. 
This  problem  can  be  circumvented  in  the  intercomparison  process  by  insuring 
that  blocks  being  intercompared  are  as  close  as  possible  to  20°Celsius. 
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If  non-standard  temperatures  are  used,  the  coefficients  must  be  known  unless 
the  attendant  systematic  errors  are  tolerable. 

E.     Temperature  Effects  and  Their  Control 

A  large  uncertainty  in  the  comparison  process  can  be  introduced  by 
temperature  effects.     For  example,  a  temperature  difference  of  ,5°Celsius 
between  two  one-inch  steel  blocks  will  cause  an  error  of  nearly  6  micro- 
inches  in  the  comparison.     Two  causes  of  temperature  differences  between 
blocks  are  noteworthy: 

(1)  room  temperature  gradients  or  nearby  heat  sources  such  as  elec- 
tronic equipment  can  cause  significant  temperature  differences  between 
blocks  even  when  they  are  stored  relatively  close  to  each  other  before 
comparison  and 

(2)  blocks  with  different  surface  finishes  on  their  non-gaging  faces 
can  absorb  radiant  heat  at  different  rates  and  reach  different  equilibrium 
temperatures.     The  magnitude  of  these  effects  is  proportional  to  gage  block 
length.     See  the  appendix  at  the  end  of  this  paper  for  further  discussion 
of  this  subject. 

A  number  of  remedies  have  been  developed.     For  short  blocks  (through  4 
inches)  the  remedies  are  quite  simple.     For  example,  storing  the  blocks, 
both  standards  and  unknowns,  on  a  thermal  equalization  plate  of  smooth  sur- 
face and  good  heat  conductivity  close  to  the  comparator  but  away  from  heat 
sources.     Also,   the  use  of  tweezers  or  tongs  to  handle  the  blocks  and  a 
systematic,  rythmic  block  handling  technique  in  the  comparison  procedure 
to  insure  identical  thermal  environment  for  each  block. 

Precautions  for  long  blocks  (over  4  inches)  are  more  elaborate.  At 
NBS  the  comparator  is  enclosed  in  an  insulated  housing  partially  open  on 
the  front  to  allow  handling  of  the  blocks  with  tongs.     Blocks  are  stored  on 
the  comparator  anvil  and  each  block  is  wrapped  in  3  layers  of  Mylar*  reflec- 
tive film  to  equalize  their  thermal  characteristics.     The  laboratory  lights 
remain  off  except  for  one  lamp  well  removed  from  the  comparator  but  giving 
enough  illumination  to  work  by.     Heat  sources  are  kept  as  far  away  from 
the  comparator  as  possible  and  the  comparator  is  located  away  from  other 
activities  where  laboratory  personnel  might  congregate.     As  a  further  pre- 
caution during  intercomparisons  the  operator  wears  a  cape  of  Mylar  reflec- 
tive film  and  heavy  cotton  gloves  while  handling  the  blocks  with  tongs. 
Finally,  as  with  short  blocks,   the  handling  procedure  is  systematic,  rythmic 
and  quick  but  not  rushed. 

^Certain  commercial  equipment,  instruments,  or  materials  are  identified 
in  this  paper  in  order  to  adequately  specify  the  experimental  procedure. 
In  no  case  does  such  identification  imply  recommendation  or  endorsement 
by  the  National  Bureau  of  Standards,  nor  does  it  imply  that  the  material 
or  equipment  identified  is  necessarily  the  best  available  for  the  purpose. 
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Temperature  problems  can  be  detected  in  long  block  intercomparisons 
by  reversing  the  storage  positions  of  the  4  blocks  and  repeating  the  inter- 
comparison  after  suitable  equalization  time.     Temperature  gradients  in  the 
storage  area  will  be  revealed  by  a  significant  change  in  the  differences 
between  blocks.     Still  another  method  is  to  measure  the  temperature  of  each 
block  with  a  thermocouple.    A  temperature  measuring  system  is  described  in 
reference  [7] .    Where  gradients  are  not  a  problem,  a  mercury-in-glass  ther- 
mometer mounted  on  the  comparator  will  be  adequate. 

F.     Intercomparison  Procedure 

1.  Block  Preparation 

The  master  and  test  blocks  must  be  thoroughly  cleaned,  examined, 
and  deburred  using  procedures  in  reference  [5] .     The  identification 
numbers  are  recorded  for  inclusion  in  the  test  report  or  records. 

Gage  blocks  longer  than  4  inches  are  wrapped  in  three  layers  of 
Mylar  reflective  film  (available  as  BSA  Rescue  Blanket  Stock 
No.  1090)  with  the  reference  edge  and  identity  of  the  block 
marked  on  the  outside  of  the  wrapping. 

2.  Comparator  Preparation 

The  instrument  anvil  should  be  deburred  and  cleaned .     The  com- 
parator transducer  pressure,  magnification  and  alignment  should 
be  checked  [5] .     Periodic  cleaning  of  the  instrument  anvil  is 
recommended  during  the  work  day  to  help  reduce  the  number  of 
spurious  readings  that  result  from  minute  particles  that  can 
contaminate  the  anvil  surface. 

It  is  necessary,  when  making  preparations  to  intercompare  long 
gage  blocks,  that  after  adjusting  the  comparator  for  accepting 
a  particular  size  gage  block  that  all  four  blocks  in  that  series 
be  inserted  between  the  probes  to  insure  that  all  readings  will 
be  on  scale  at  that  magnification  when  the  intercomparison  run 
is  made. 

3.  Block  Storage 

Short  blocks,  up  to  4  inches  in  length,  are  arranged  in  groups  of 
4  (2  standards  and  2  unknowns)  of  the  same  nominal  size  on  a  thermal 
equalization  plate  next  to  the  comparator.     From  here  they  can  be 
moved  to  the  comparator  anvil  by  groups  at  the  time  of  comparison. 
There  is  some  thermal  advantage  for  sizes  from  about  0.3  inch  to 


5 


4  inches  to  leaving  the  blocks  on  the  plate  at  all  times  except 
when  the  block  is  being  inserted  in  the  comparator  for  measure- 
ment.    Alternatively,  a  group  can  be  moved  to  the  comparator 
anvil  and  allowed  to  equalize  there  for  an  appropriate  period 
(see  section  F4) . 

The  four  long  gage  blocks  in  a  group  are  stored  on  the  comparator 
anvil  after  preparation.    Additional  long  blocks  that  are  to  be 
measured  during  the  day  are  prepared  and  placed  on  a  thermal  eq- 
ualization plate  next  to  the  instrument.    As  comparisons  of  one 
group  of  4  are  completed  a  new  size  group  can  be  moved  from  the 
plate  to  the  anvil  and  allowed  to  equalize  before  comparison.  All 
gage  blocks  are  oriented  on  the  comparator  with  the  top  surface 
uppermost . 

4.     Thermal  Equalization  Time 

Equalization  time  varies  with  block  size,  treatment  and  allowable 
measurement  uncertainty.     Blocks  prepared  in  advance  and  kept  in 
the  gaging  area  are  placed  on  the  equalization  plate,  or  in  the 
case  of  long  blocks,  moved  from  the  equalization  plate  to  the 
comparator  anvil.     They  may  then  be  intercompared  using  the  fol- 
lowing table  as  a  first  approximation: 


Experiments  establishing  optimum  equalization  times  should  be  con- 
ducted in  your  own  laboratory  because  of  the  many  variables  involved 
and  differing  measurement  uncertainty  requirements. 

5.     Temperature  Measurement 

Temperature  measurements  are  made  with  a  calibrated  mercury-in- 
glass  thermometer.     The  thermometer  is  mounted  on  the  block  storage 
plate  in  the  case  of  short  blocks  and  on  the  instrument  anvil  for 
the  long  blocks.     Apply  the  test  described  in  the  last  paragraph  of 
Section  E  to  reveal  significant  temperature  differences  among  the 
blocks. 

In  cases  where  thermocouple  measurement  of  temperature  in  long 


Block  Size 
(inches) 


Equalization  Time 
(minutes) 


0.1  to  0.250 
0.300  to  1.000 
2.000  to  20.000 


30 
60 
90 
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blocks  is  necessary  because  of  incurable  gradients  or  exception- 
ally high  accuracy  requirements,   the  thermocouple  leads  should 
be  attached  to  the  instrument  column  to  preclude  their  interfering 
with  vital  parts  of  the  comparator  but  with  enough  slack  to  permit 
the  blocks  to  be  moved  on  the  anvil.     The  leads  are  labeled  before 
insertion  into  the  blocks.     The  thermocouple  is  inserted  halfway 
down  the  hole  in  the  block  and  the  hole  is  plugged  at  each  end 
with  a  small  piece  of  polyurethane .     A  rubber  band  placed  about 
one-half  inch  below  the  top  of  the  block  keeps  the  thermocouple 
wire  in  place.     Be  sure  the  thermocouple  junctions  are  insulated 
electrically  from  the  block.     Transparent  mending  tape  is  suffi- 
cient insulation. 

Handling  Techniques 

The  comparison  sequence  is  described  in  Section  F7  but  the  suc- 
cess of  this  "4-1"  intercomparison  is  largely  dependent  upon 
block  handling  techniques.     These  techniques  include  the  inser- 
tion of  all  blocks  between  the  styli  in  a  like  manner.  The 
operator  should  develop  a  rhythm,  after  he  acquires  some  exper- 
ience with  the  process,   that  will  ensure  that  each  pair  of  blocks 
is  handled  for  approximately  the  same  length  of  time  as  all  other 
pairs  in  the  series.     The  time  interval  to  make  the  sixteen  ob- 
servations should  be  approximately  2  to  4  minutes  for  an  experi- 
enced operator  with  automatic  data  recording  or  an  assistant 
doing  the  recording. 

A  camel's  hair  brush  or  an  air  bulb  is  useful  for  sweeping  or 
blowing  dust  particles  from  the  blocks  and  the  anvil  just  before 
insertion . 

The  short  blocks  are  moved  about  by  grasping  them  with  rubber 
tipped  10-inch  tweezers.     When  handling  square  style  blocks,  the 
tips  of  a  pair  of  tweezers  may  be  bent  to  accommodate  this  con- 
figuration. 

Gloves  may  be  worn  in  addition  to  using  tweezers  when  handling 
blocks  from  0.400  inch  through  4  inches.     The  blocks  above  the 
4-inch  size  are  preferably  intercompared  on  a  different  instru- 
ment situated  in  a  more  precisely  controlled  temperature  environ- 
ment and  the  operator  may  wear  a  Mylar  reflective  cape  as  well  as 
gloves . 

A  special  pair  of  tongs  can  be  made  to  facilitate  handling  (see 
fig.  2)  when  sliding  long  blocks  (5  to  20  inches)  about  the  an- 


vil  and  between  the  measuring  probes.  With  these  tongs,  long 
blocks  should  be  grasped  about  one-half  inch  above  the  bottom 
to  effect  the  surest,   safest  method  of  moving  the  blocks. 

The  anvil  stop  plays  an  important  part  in  the  seating  of  the 
probe  on  the  block  surface  as  well  as  the  positioning  of  the 
gage  point  between  the  probes.     The  block  is  moved  tangentially 
toward  the  stop  allowing  one  corner  to  touch  the  stop  and  then 
with  an  angular  motion  (which  seats  the  probe  on  the  block  sur- 
face) proceed  to  abut  the  entire  edge  of  the  block  to  the  stop. 

7 .  Observations 

The  sequence  of  observations  is  from  a  design  series  developed  to 
compensate  instrument  and  temperature  drifts  [3] .     The  series  of 
readings  for  each  size  utilizes  two  calibrated  master  blocks, 
and  S^,  and  two  unknown  blocks,  X  and  Y.     The  order  of  obser- 
vations is  as  follows: 


8.     Temperature  and  Deformation  Corrections 

Deformation  corrections  for  various  stylus  radii  and  pressures   [4] , 
can  be  applied  to  the  observations  when  comparing  blocks  of  dif- 
ferent materials  if  the  correction  is  of  sufficient  magnitude  to 
be  significant. 

Temperature  corrections  are  applied  to  all  blocks  above  0.350  inch 
in  size  when  the  blocks  are  of  different  materials.     This  size  limit 
can  be  raised  if  larger  uncertainties  are  acceptable. 

G.     Computation  and  Analysis 

A  computer  program  and  discussion  of  data  processing  is  in  refer- 
ence 3.     Figures  3  and  4  show  the  file  format,   input  and  output. 
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PRELMY  FILE  FORMAT 
SAME  AS  PRELMX  FILE  FORMAT,  BUT  NOMINAL  SIZES  MUST  AGREE  LINE  FOR  LINE 


LINE  0010 
LINE  0020 
LINE  0030 

LINE  0040 
LINE  0050 
LINE  0060 
LINE  0070 
LINE  0080 
LINE  0090 
LINE  0100 

LINE  0110 
LINE  0120 
LINE  0130 
LINE  0140 
LINE  0150 
LINE  0160 
LINE  0170 

LINE  0180 
LINE  0190 
LINE  0200 
LINE  0210 
LINE  0220 
LINE  0230 


REPORT  FILE  FORMAT  (OUTPUT  FOR  1108) 

DATE  OF  OBSERVATIONS 
TWO  INITIALS  OF  OBSERVER 

INSTRUMENT  USED,  FEDERAL  i\'k  OR  FEDERAL  //2 

TEST  NUMBER  FOR  "X"  SET  OF  GAGE  BLOCKS 

SUBMITTED  BY  "X"  CUSTOMER 

ADDRESS  OF  "X" 

ADDRESS  OF  "X" 

SERIAL  NUMBER  OF  SET  "X" 

MAKER  OF  SET  "X" 

GRADE  OF  GAGE  BLOCKS  IN  SET  "X" 

TEST  NUMBER  FOR  "Y"  SET  OF  GAGE  BLOCKS 

SUBMITTED  BY  "Y"  CUSTOMER  ' 

ADDRESS  OF  "Y" 

ADDRESS  OF  "Y" 

SERIAL  NUMBER  OF  SET  "Y" 

MAKER  OF  SET  "Y" 

GRADE  OF  GAGE  BLOCKS  IN  SET  "Y" 

NOM,SER(X) ,COR(X) ,COEF(X) ,PEN(X) , SER(Y) , COR(Y) ,COEF(Y) ,PEN(Y) 
(REPEATS  THE  ABOVE  LINE  FOR  EACH  GAGE  BLOCK) 
COLUMN  SUMMATION  CHECKS  VALUES 

NOM .SIZE, TEMP , WITHIN , TOTAL , DIFF , T-TES  T , STD.DEV. , F-TEST 
(REPEATS  THE  ABOVE  LINE  FOR  EACH  GAGE  BLOCK) 
COLUMN  SUMMATION  CHECK  VALUES 


Key  to  abreviations: 


NOM         =  nominal  size 

SER         =  serial  no. 

COR         =  correction  (deviation 

from  nominal  size) 
COEF        =  coefficient  of 

expansion 
PEN         =  penetration  correction 
TEMP        =  temperature 
WITHIN    =  within-group  standard 

deviation 


DIFF 


T-TEST 
STD.DEV. 


TOTAL 


F-TEST 


process  standard  devi- 
ation (long  term) 
measured  difference 
between  the  two  masters 
statistical  t-test 
standard  deviation  of 
this  run 

statistical  f-test. 


FIGURE  3 
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XBASIC  GAGE 6  Computer  input  data 

RUN 

STARTING  WITH  NOM.  SIZE  ! 0.130000 

ENTER  NO.  OF  GAGE  BLOCKS  !1 

WRITE  IN  DATE  W/O  COMMA  !MAY  15  1974 

TWO  INITIALS  OF  OBSERVER  !GC 

INSTRUMENT  Fl,  F2,  OR  F3  !F2 

(1) KEYBOARD  OR  (2)DATAFILE! 1 

SIZE  .13  INCH       X  =  111        Y  =  GDW 


s. 

-  s.. 

!53.2,51.5 

Y 

-  s. 

152.6,52.3 

X 

~  Y 

150.1,51.8 

S  •  e 

-  X 

!50.9,50.0 

S. . 

-  Y 

150.8,50.9 

Y 

-  S. 

150.8,51.2 

S. 

-  X 

151.3,49.2 

X 

-  S.. 

!49.3,50.0 

ALL 

SYSTEMS 

GO 

Observations 
(in  microinches) 


THIS  CALIBRATION  IS  NOW  COMPLETE 
NUMBER  OF  REPEATS  =  0 
TURN  ON  PUNCH  AND  TYPE  G. 

?LIST  REPORT 

Print-out  of  results 
0010*MAY  15  1974  ~ 
0020  GC 
0030  F2 
0040  XX123 

0050  C.E.  JOHANNSON  CO. 

0060 

0070 

0080  515 

0090  CEJ 

0100  GRADE  A 

0110  XY123 

0120  FORD  MOTOR  CO. 
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The  results  of  the  4-1  series  intercomparison  are  explained  as  to 
statistical  handling  of  data,  history  of  master  blocks  and  predicted 
lengths  in  all  size  ranges  in  references  1  and  2. 

H .  Summary 

The  electro-mechanical  length  comparator  can  be  utilized  to  transfer 
length  values  very  precisely.     It  is  useful  to  understand  the  various  pa- 
rameters that  affect  the  comparative  process,  namely,  instrumentation,  tem- 
perature, block  handling  techniques  and  intercomparison  design.     This  paper 
should  be  used  in  conjunction  with  the  references  on  page  13. 
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APPENDIX 


Experimental  Evidence  of  Thermal  Effects  in  Long  Gage  Blocks 

Figures  5  through  9  summarize  the  results  several  thermal  experi- 
ments on  long  gage  blocks.     In  all  cases  temperature  was  measured  with 
thermocouples  inserted  halfway  down  the  hole  in  the  square-type  blocks 
and  the  hole  was  plugged  at  each  end  with  a  small  piece  of  polyurethane 
foam. 

Figure  5  shows  the  temperature  of  two  blocks,  one  in  the  shadow  of 
the  other,  as  they  were  exposed  to  a  40  watt  heat  source  18  inches  away. 
(Note:     The  average  human  generates  100  to  125  watts.)    As  expected,  the 
temperature  of  the  block  in  the  shadow  did  not  rise  as  much.     Both  blocks 
had  nearly  identical  ground  finishes  on  their  sides. 

In  figure  6,  two  blocks  side  by  side  were  exposed  to  the  heat  source. 
In  this  case,  one  block  had  a  dull  finish  on  its  sides  and  its  temperature 
rose  considerably  higher  than  the  brighter  finished  block.     The  same  two 
blocks  were  then  individually  wrapped  in  reflective  Mylar  film  and  exposed 
to  the  heat  source  again.     Figure  7  shows  the  results  -  almost  identical 
temperature  response  and  a  reduced  rise. 

Further  tests  were  made  of  the  internal  temperatures  of  four  16-inch 
blocks  while  they  were  being  intercompared  in  the  normal  "4-1"  procedure. 
Each  point  in  figure  8  indicates  the  maximum  temperature  rise  of  any  single 
block  during  the  3-1/2  minutes  it  took  to  make  the  intercomparisons .  There 
was  no  covering  on  the  blocks  for  the  points  in  the  first  group,  one  layer 
of  reflective  Mylar  was  on  each  block  during  the  runs  in  the  second  group, 
and  three  layers  of  Mylar  were  on  each  block  in  the  last  group  of  runs.  In 
figure  9,  the  temperature  differences  among  the  four  blocks  are  plotted. 
Maximum  temperature  difference  between  any  two  blocks  at  the  moment  of  the 
first  comparison  is  indicated  by  a  dot  for  each  run  and  the  maximum  tempera- 
ture difference  between  any  two  blocks  at  the  moment  of  the  last  comparison 
is  indicated  by  a  plus  sign. 

Temperature  differences  among  long  blocks  being  intercompared  are  by 
far  the  largest  sources  of  uncertainty  in  the  process.     These  experiments 
show  that  temperature  stability  and  equality  can  be  greatly  improved  by 
wrapping  the  blocks  in  reflective  film. 
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